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Abstract: The metal ion release characteristics and biocompatibility of meta-based materials are key
factors that influence their use in orthodontics. Although stainless steel-based alloys have gained
much interest and use due to their mechanical properties and cost, they are prone to localised attack
after prolonged exposure to the hostile oral environment. Metal ions may induce cellular toxicity at
high dosages. To circumvent these issues, orthodontic brackets were coated with a functional nano-
thin layer of plasma polymer and further immobilised with enantiomers of tryptophan. Analysis
of the physicochemical properties confirmed the presence of functional coatings on the surface of
the brackets. The quantification of metal ion release using mass spectrometry proved that plasma
functionalisation could minimise metal ion release from orthodontic brackets. Furthermore, the
biocompatibility of the brackets has been improved after functionalisation. These findings demon-
strate that plasma polymer facilitated surface functionalisation of orthodontic brackets is a promising
approach to reducing metal toxicity without impacting their bulk properties.

Keywords: orthodontic brackets; plasma polymerisation; amino acid; metal ion release; biocompatibility

1. Introduction

Orthodontic brackets are used in comprehensive orthodontic treatment during which
they are semi-permanently bonded to teeth as part of a fixed appliance system to correct
multiple malocclusion features simultaneously. They are typically made from alloys of
metallic materials such as cobalt-chromium, stainless steel, and titanium [1]. Of these, stain-
less steel alloys are popular due to their low cost, ideal biomechanical behaviour, corrosion
resistance, and bio-affinity [2]. However, they are subjected to localised attacks on pro-
longed applications due to hostile biologic effects [3]. As the oral environment is favourable
for the biodegradation of metals owing to its enzymatic, thermal, microbiological and ionic
properties, stainless steel alloys corrode and release metal ions that either accumulate in
tissues surrounding the appliances or are transferred to distant parts of the body. Dissemi-
nated ions are found to inhibit the immune response by altering gene expression in human
lymphocytes [4] and in animal models, which have been shown to induce toxicity in mouse
testicular seminiferous epithelium [5]. Adverse reactions have been reported due to the
metal ion release, including gingival hypertrophy, metal taste, gingivitis, glossitis, and
erythema multiforme [6]. The risk of unwanted reactions in the oral tissues increases with
elevated ion release rates. Thus, orthodontic brackets’ biocompatibility primarily focuses
on the number of metal ions leached into the surrounding medium.
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The design of orthodontic brackets and their surfaces have changed over time to
improve tissue integration and long-term stability. Various treatments to modify their
surface characteristics include blasting, grinding, acid etching, alkali etching, sol–gel,
ion deposition, plasma spraying, and anodisation [7]. Among them, the deposition of
functional coatings has recently gained interest. An ideal coating should have easy pro-
cessability on any solid substrate, good stability to withstand the oral environment, and
biocompatibility [8]. Nanoparticles coated orthodontic brackets were shown to impart
an antibacterial effect, but the toxicity due to metal ion release is a serious issue to be
addressed [9,10]. Plasma polymerisation is a substrate-independent technology used to
deposit a nano-thin layer of polymer on the surface of any material without changing
its bulk properties [11–13]. The unique features of this facile method are the absence of
solvents or initiators, the minimal amount of monomer required, and the lack of liquid
organic waste, making them environmentally friendly and cost-effective. Polyoxazoline
(POX) based plasma polymerisation has attracted considerable attention due to unique
properties such as low bio-fouling, biocompatibility, and stability [14]. Another important
feature of POX is its ability to functionalise the surfaces by binding biologically active
molecules such as antibodies, aptamers, and nanoparticles [15]. This will further enhance
the biological or physicochemical characteristics of the substrate.

Amino acids are an example of such bioactive molecules composed of carboxyl groups
(–COOH) and amino groups (–NH2) that intricate vital body functions, including home-
ostasis, regulation of gene expression, catalyse extracellular and intercellular reactions [16].
Owing to their unique properties, they have been explored for material surface modifica-
tion to improve the biomaterials–tissue interface and tissue integration. Except for glycine,
all other amino acids are stereoisomers with L and D mirror images of their structure.
Tryptophan is the largest of all essential amino acids required for normal growth and the
production of enzymes, neurotransmitters, proteins, and muscles. Tryptophan is used for
the biofunctionalisation of implants and as an antimicrobial peptide [17,18].

To the best of current knowledge, there are no published reports of plasma poly-
mer facilitated coating on orthodontic brackets to minimise metal biodegradation in the
oral environment. Herein, we report a facile generation of plasma polymer coated or-
thodontic brackets functionalised with enantiomers of tryptophan. It is hypothesised that
plasma coating and subsequent immobilisation of amino acids on orthodontic brackets
can minimise metal ion release from brackets, thereby promoting biocompatibility. The
morphological, chemical, and biological characterisation of functionalised brackets were
evaluated in this study.State abbreviation is unnecessary for Australia

2. Materials and Methods
2.1. Materials

Damon Q self-ligating brackets were procured from Ormco Corporation (Orange,
CA, USA). Glass coverslips were purchased from Pro Sci Tech (Kirwin, Australia). Each
orthodontic bracket has a height of 0.123′′, width of 0.110′′ and depth of 0.081′′. Silicon
wafers were obtained from M.M.R.C Pty Ltd. (Malvern, Australia). 2-methyl- 2 oxazoline,
L- and D- isomers of tryptophan, phosphate-buffered saline (PBS), Dulbecco’s Modified
Eagle’s Medium (DMEM) were purchased from Sigma Aldrich (St Louis, MO, USA).
Acetone and ethanol were obtained from Chem Supply (Adelaide, Australia). Penicillin and
streptomycin were purchased from Thermo Fisher Scientific (Life Technologies Corporation,
Grand Island, NY, USA). Fetal calf serum (FCS), trypsin, ethylene diamine tetra-acetic acid
(EDTA) were purchased from Thermo Fischer Scientific (Life Technologies Corporation,
Grand Island, NY, USA).
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2.2. Methods
2.2.1. Plasma Coating of Orthodontic Brackets

Plasma polymerisation was used to deposit nanometre-thin polyoxazoline coatings
on the surface of orthodontic brackets in a custom-built plasma reactor equipped with a
13.56 MHz plasma generator, designed by Vasilev et al. [14]. Orthodontic brackets were
placed on a flat plate anode in the reactor chamber under a vacuum. The brackets were air
cleaned in the chamber by exposure to air plasma for 5 min at a pressure of 1.3× 10−1 mbar
and a power of 20 W. The deposition of polyoxazoline (POX) was then carried out at a
pressure of 2.0 × 10−1 mbar and an input power of 50 W for 2 min.

For further analysis of the coating, silicon wafers and glass coverslips were simultane-
ously coated with POX. The wafers were cleaned with acetone and ethanol, followed by
cleaning for 5 min using air plasma. The deposition of POX was performed using the same
parameters used for coating orthodontic brackets.

2.2.2. Surface Functionalisation of Orthodontic Brackets

The L- and D-isomers of the tryptophan were weighed and dissolved in ultrapure
water with 18.2 MΩ, at a concentration of 25 mM. 96 POX coated orthodontic brackets were
individually placed in each well of two 48-well plates and immersed in 1 mL each of either
L- or D-tryptophan solutions for 24 h at room temperature. Following immobilisation, the
samples were washed with Milli-Q water to remove any unbound amino acids, dried under
nitrogen flow, and kept vacuum-sealed in new well plates. The samples used for analysis
were uncoated orthodontic brackets (OB), brackets coated with POX alone (OB-POX), POX
with L-Tryptophan (OB-POX/L-Trp), and POX with D-Tryptophan (OB-POX/D-Trp). All
analyses were performed in triplicate.

2.2.3. Physico-Chemical Characterisation

A LEXT OLS5000 profilometer (Olympus Corporation, Tokyo, Japan) was used to
assess the surface topography of OB, OB-POX, OB-POX/L-Trp, and OB-POX/D-Trp. For
all samples, an area of ~360 µm, in the same location (on the bracket ligating gate), in a
high magnification objective (100×) was used for the analysis.

A Variable Angle Spectroscopic Ellipsometer (VASE) (J.A. Woollam Co., Lincoln, NE,
USA) was utilised to determine the thickness of the plasma coating before and after amino
acid immobilisation. Following calibration, individual silicon wafers were mounted onto
the ellipsometer for analysis of the thickness. Samples were measured at 5◦ angles between
65◦ and 75◦, at wavelengths of 10 nm intervals between 250 and 1100 nm. Data were
analysed using the WVASE software (Version 3.770, J.A. Woollam Co., Lincoln, NE, USA)
and fitted using an established Cauchy model described previously [19].

The bulk chemical composition of the coated and uncoated orthodontic brackets
was evaluated using a Niton XL3T Handheld XRF Analyser (Thermo Fischer Scientific,
West Gosford, Australia). It was equipped with a high-resolution detector with a typical
resolution of 145 eV that can screen heavy elements. Triplicates of samples were analysed,
and values were plotted as ± SD.

XPS analysis was performed in triplicates using a Kratos Axis Ultra XPS spectrometer
(Kratos Analytical, Manchester, UK) equipped with a monochromatic Al source operated
at 15 keV and 15 mA to characterise the surface chemical composition of OB, OB-POX,
OB-POX/L-Trp, and OB-POX/D-Trp. Survey spectra were obtained using 160 eV pass
energy over a 0–1100 eV range in 0.5 eV steps. XPS data were analysed using Casa XPS
software (Version 2.3.16, Casa Software Ltd., Teignmouth, UK), and all binding energies
(BE) were corrected relative to the carbon C1s peak at 285.0 eV.

ToF-SIMS experiments were conducted using a PHI TRIFT V nanoTOF instrument
(Physical Electronics Inc., Chanhassen, MN, USA) connected with a pulsed liquid metal
Au+ primary ion gun (LMIG) (Physical Electronics Inc., Chanhassen, MN, USA), at 30 kV
of energy. Experiments were performed under vacuum, and +SIMS spectra were collected
from areas of 100 µm × 100 µm. Collected sample spectra and images were analysed using
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WincadenceN software V1.18.1 (Physical Electronics Inc., Chanhassen, MN, USA). The
analysis was performed on L- and D-Trp powder to identify their characteristic peaks.
Subsequently, ToF-SIMS was performed on OB, OB-POX, OB-POX/L-Trp, and OB-POX/D-
Trp to determine if identical tryptophan peaks were detected on the surface of the coated
brackets. Four spots on each sample were analysed.

The number of amino acids adsorbed on POX coated brackets was quantified using the
Bradford assay kit (Thermo Fisher Scientific, Adelaide, Australia). 10 µL of each standard
or test solution was transferred to a 96-well plate. To each of these wells, 300 µL of Bradford
Reagent was added and mixed for 10 min. The plate was subsequently removed, and the
absorbance was measured at 595 nm using a microplate reader (FLUOstar Optima, BMG
Labtech, Mornington, Australia). A calibration curve for L-Trp and D-Trp was obtained
in the concentration range from 3–50 mM. The amount of adsorbed amino acids on the
brackets was calculated from the standard curve.

The brackets OB, OB-POX, OB-POX/L-Trp- and OB-POX/D-Trp were placed in 10 mL
PBS solution for 7 days. The collected leachates were analysed using an Agilent 8900 Triple
Quad ICP Mass spectrophotometer (Agilent, Santa Clara, CA, USA). Triplicate samples
were analysed and quantified.

Cell viability assay was performed in triplicate to determine the toxicity of metal
ion leachates from brackets when exposed to mammalian cells [20,21]. The brackets OB,
OB-POX, OB-POX/L-Trp and OB-POX/D-Trp, were placed individually in 3 mL PBS
for 7 days at room temperature to collect leachates. Human fibroblasts cells (HFFF2,
CellBank, Westmead, Australia) were cultured in DMEM supplemented with 10% FCS, 1%
penicillin (100 U·mL−1), and streptomycin (100 µg·mL−1). The cells were detached from
the flasks using trypsin in EDTA media (0.25%) and then resuspended in DMEM. HFFF2
cells were seeded (1 × 104 cells/well) in 96-well plates. The plate containing seeded cells
was incubated for 24 h at 37 ◦C and 5% (v/v) CO2 atmosphere. After 24 h, the medium
was replaced with fresh medium containing leachates (30 µL). Untreated wells with cells
(no leachates) were maintained as a positive control. Fibroblasts were incubated for 24 h.
10% Resazurin in DMEM media was added to the wells and incubated for 4 h. During
incubation, Resazurin was converted to resorufin by viable fibroblasts. The fluorescence
intensity was measured at an excitation wavelength of 560 nm and emission at 590 nm
using a microplate reader (FLUOstar Optima, BMG Labtech, Mornington, Australia) [22].

Statistical analysis was calculated using one-way ANOVA with Dunnett’s multiple
comparisons test. Triplicates of samples were analysed, and data were presented as
mean ± standard deviation.

3. Results and Discussion

Orthodontic brackets (OB) were coated with oxazoline (OB-POX) based coating de-
posited from plasma and further decorated with enantiomers of amino acids (OB-POX/L-
Trp and OB-POX/D-Trp). In the first step, a unique configuration of plasma polymerisation
was employed to allow partial retention of intact oxazoline functionalities on the surface
of brackets and facilitate irreversible covalent binding of bioactive molecules [14]. In the
next stage, plasma-coated brackets were separately immersed in either L- or D-tryptophan
solutions to allow surface biofunctionalisation (Scheme 1). The capacity of the oxazoline
functionality to covalently bind drugs, proteins, and antibodies is well documented [23].
Similar reactions have been reported on plasma polymerised oxazoline surfaces, where the
oxazoline ring reacted with carboxylic functionalities present on the bioactive molecules to
form an amide ester bond [15,24,25]. Here, the unique reactivity of POX with L- and D-Trp
was explored to generate orthodontic brackets with different surface functionalities.

3.1. Surface Roughness

The 3D surface profilometry images provided an overview of the topography of OB,
OB-POX, OB-POX/L-Trp, and OB-POX/D-Trp in a vertical orientation, using roughness
descriptors such as average roughness (Ra) and the root mean squared roughness (Rs).
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The untreated bracket was relatively smooth with slight artefacts from the manufacturing
machining process, but after plasma coating and attaching bioactive molecules, both Ra
and Rb values substantially increased (Figure 1). OB-POX/D-Trp was found to have the
highest roughness values with the Ra value of 468 ± 6 nm and Rq value of 584 ± 8 nm.
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3.2. Bulk Chemistry

XRF was conducted to comprehend whether plasma polymerisation has any impact
on the bulk chemistry of uncoated and coated orthodontic brackets. Figure 2 revealed
that elemental analysis of OB, OB-POX, OB-POX/L-Trp and OB-POX/D-Trp consisted of
approximately 60% Fe, 10% Si, 11% Cr, and trace amounts of Cu, Ni, Ti, and Ba. Based
on published literature, it may be confirmed that their composition was similar to that of
stainless steel [26] and was not affected by the plasma treatment. Nevertheless, the depth
of penetration of X-rays in XRF spectroscopy was in the range of 0.003–3 mm and cannot
determine the underlying surface chemistry of functionalised brackets. Hence, XPS and
ToF-SIMS techniques were used for extensive investigation of surface functionalisation of
the brackets.
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3.3. Surface Chemistry

The surface chemistry of uncoated and plasma-coated coverslips was evaluated using
XPS. A typical survey spectrum of POX reveals oxygen, carbon, and nitrogen, arising
from the oxazoline precursor structure (Figure 3). The absence of nitrogen in uncoated
coverslips confirmed the successful deposition of POX over the surface. The silicon peak in
uncoated coverslips was not visible in OB-POX, OB-POX/L-Trp and OB-POX/D-Trp. As
the depth of penetration of X-rays in XPS was approximately 10 nm from the top surface, we
expected that only the deposited plasma polymer would be detected and not the underlying
silicon arising from the substrate. After coating again, the disappearance of a silicon peak
confirmed that the surfaces were successfully modified with the plasma polymer. The N/C
ratio of plasma functionalised samples was higher than uncoated coverslips due to the
presence of nitrogen in oxazoline-derived coating and the core structure of the amino acids.
Tryptophan is an α-amino acid composed of the α-carboxylic group, α-amino group, and
an indole side chain. At the same time, the O/C ratio of OB-POX, OB-POX/L-Trp and
OB-POX/D-Trp decreased compared to uncoated coverslips.

Although the proportion of C, O, N were comparable among the plasma coated
samples, there was a slight increase in the O/C ratio from 0.11 for OB-POX, 0.148 for
OB-POX/L-Trp, and 0.173 for POX/D- Trp. This might be due to the possible interaction of
amino acids with the POX layer.
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3.4. ToF-SIMS

ToF-SIMS is a highly sensitive analytic technique capable of detecting molecular
structural fragments on the sample’s top surface (~2 nm). It was used to detect the
presence of amino acids on the surface of plasma functionalised surfaces. There was no
contamination (particularly silicones) in any of the samples. There was an increase in the
total counts of C9H8N+ in the amino acid functionalised samples compared to uncoated
samples. This correlates to a high-intensity fragment of tryptophan [27,28] which confirmed
the successful immobilisation of amino acids on the surface of brackets (Figure 4).
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3.5. Quantification of Adsorbed Amino Acids

A Bradford assay was used to quantify L- and D-Trp bound to POX coated orthodontic
brackets. After 24 h of immobilisation of POX coated orthodontic brackets in 25 mM Trp,
the amount of Trp present in the immobilisation media before and after bracket immersion
was calculated from the calibration curve. In this assay, the change in the colour of
the Coomassie G-250 dye from red to blue on binding with amino acids was quantified
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spectroscopically. The L- and D-Trp adsorbed on brackets were 0.0039 mM and 0.00686 mM,
respectively (Figure 5). The results conveyed that adsorbed D-Trp on the brackets was
higher than L-Trp. This agreed with the profilometry and XPS results, which confirmed
that D-Trp had a higher POX affinity than L-Trp. Using ellipsometry, the thickness of the
functionalised coating on OB-POX, OB-POX/L-Trp and OB-POX/D-Trp was 25.078 ± 1.2,
26.037 ± 2.54, and 30.7285 ± 1.01 nm, respectively. This again supported the observation
that D-Trp has a higher binding affinity to POX.
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Figure 5. (A) Quantification of adsorbed amino acids using a Bradford assay and (B) Thickness of plasma coating evaluated
using ellipsometry for a—OB-POX/L-Trp, b—OB-POX/D-Trp, c—OB-POX.

3.6. Metal Ion Release

The results from quantitative ion release over seven days using ICP-MS are presented
in Figure 6. Overall, the results showed that uncoated orthodontic brackets released the
highest total amount of metal ions compared to other samples. There was a substantial
decrease in silicon ions released after plasma coating. OB-POX/L-Trp and OB-POX/D-Trp
showed reduced leaching of iron, nickel, and copper as well. Metal degradation will not
only damage the material surface but also trigger adverse biological reactions [29]. The
results revealed the unique feature of plasma coating to act as a metal ion release barrier
function and control leaching.
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3.7. Cytotoxicity

The cytotoxicity of the orthodontic brackets was evaluated using Resazurin assay on
the HFFF2 cell line. The results conveyed that none of the materials can be rated toxic,
which recommends a cut-off of 30% for cell viability reduction [30]. However, OB-POX/L-
Trp and OB-POX/D-Trp exhibited higher cell viability compared to others (Figure 7). This
may be because of reduced ion leaching from the metal brackets due to plasma coating and
surface immobilisation of amino acids.
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4. Conclusions

In the past decades, there has been substantial progress in using stainless-steel alloys
for dental appliances. Nonetheless, when metal alloys are introduced in the oral envi-
ronment, their stability will be impacted, leading to a greatly increased release of metal
ions. The released metal ions may be harmful to human health and may eventually lead
to severe complications. In the present study, plasma polymerisation was used to surface
functionalise orthodontic brackets to minimise metal ion leaching. The surface proper-
ties of the brackets were successfully tailored via a thin plasma polymer film deposited
from the vapour of 2-methyl-2-oxazoline. The brackets were further immobilised with
enantiomers of tryptophan. The bulk composition of the brackets was least affected after
plasma functionalisation. Detailed surface analysis showed that D- and L-tryptophan were
successively immobilised on the surface of brackets. The results from quantitative ion-
release studies confirmed that plasma functionalisation of orthodontic brackets minimises
metal ion release. An analysis of primary human dermal fibroblasts showed no apparent
reduction in cell viability caused by either plasma coating or immobilised amino acid
functionalities. These results indicate that surface engineering of brackets using plasma
polymerisation is a strategy to combat metal toxicity in orthodontics.
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